[A method of evaluating the basic characteristics of panoramic tomographs].
Methods to control the basic characteristics of scanning tomography equipment: configuration and thickness of released layer, geometric increase of an image, resolving power, symmetry of an image, patients and staff radiation exposure are proposed. Construction of an easy-in-making device for evaluation of released layer configuration is described.